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Abstract— Tremor is the most common movement disorder,
and one of the major causes of functional disability. In spite of
the existence of various treatments, tremor is not managed ef-
fectively in a large number of patients, which make it a major
cause of loss of quality of life. Here we present a novel strategy
for tremor suppression through neurostimulation that replicates
an adaptive notch-filter at the frequency of the tremor. The con-
troller, which adapts the neurostimulation to the ongoing am-
plitude, frequency and phase of the tremor, is implemented in a
wearable neuroprosthesis for tremor management. Experimen-
tal results in one patient with severe essential tremor illustrate
the interest of the approach.
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I. INTRODUCTION
Tremor is the most common movement disorder, and its
prevalence is expected to increase in the next decades [1]. It
appears due to a number of etiologically different disorders
[2], none of which is fully understood [3]. Drugs constitute
the standard treatment for the various types of tremor, and
refractory patients—normally with severe symptoms—may
undergo neurosurgery. In spite of the existence of these vari-
ous treatments, a large proportion of patients exhibit signifi-
cant disability when performing their daily chores [4, 5]. This
motivates the research on novel forms to manage tremor.
Among the alternatives for tremor management that are
currently under development, external devices that apply se-
lective forces to attenuate the tremor have attracted great in-
terest. These systems span devices fixed to a external frame
and wearable orthoses, which are likely to provide the biggest
functional benefit (see [6] for a brief review). Neuroprosthe-
ses (NPs) may be regarded as a special type of wearable or-
thoses, in which actuators are replaced by neural interfaces
that stimulate the affected muscles. In [7], the authors pro-
posed the first design of a table-mounted NP for tremor sup-
pression, which provided a significant improvement [8] of the
major types of tremor. In spite of the successful results it at-
tained, a number of aspects should be improved to facilitate
its translation into a product that improves the patients’ qual-
ity of life, mainly: i) the NP should ideally be wearable sys-
tem, and ii) the NP should adapt the stimulation it delivers
to the ongoing characteristics of the tremor (mainly its sever-
ity). Therefore, in this work we present a novel controller for
a tremor suppression NP that expands the originally proposed
in [7] by implementing real-time adaptation to tremor ampli-
tude, frequency and phase. The paper presents its concept and
implementation, and provides experimental evidence in a es-
sential tremor patient that demonstrate its potential. The strat-
egy was implemented in a NP published elsewhere [9]. Fur-
ther, we report a study of the electromechanical delay (EMD)
of forearm muscles for this type of applications.
II. TREMOR SUPPRESSION STRATEGY
The tremor suppression strategy here presented relied on
the same principle than that presented in [7]. There, the au-
thors implemented a controller that, theoretically, stimulated
a pair of antagonist muscles in counterphase to the ongoing
tremor bursts. This resembled a notch filter at the selected
frequency, which was selected in accordance to that expected
for the different types of tremor [2, 7]. However, in [7], the
assumed frequency was not corrected during the experiments,
which might be problematic given that the characteristics of
tremor vary depending on the conditions (as the authors men-
tioned in the report of the experimental validation [8]). A
conceptually identical strategy, but with frequency adapta-
tion was implemented and successfully validated in a recent
work [10]. However, the authors of [10] developed a con-
troller that delivered a constant stimulation level, which may
have a number of drawbacks, e.g. it may facilitate the onset of
muscle fatigue, it may cause that a current density higher than
needed to compensate for the ongoing tremor is injected (pos-
sibly generating discomfort), and, importantly, it may impede
the performance of concurrent voluntary movements.
Therefore, we developed a new notch-filter tremor sup-
pression strategy, in which the stimulation delivered was
adapted to the ongoing amplitude, frequency and phase of the
tremor. Furthermore, it implemented a mechanism to com-
pensate for the effects of the electromechanical delay (EMD,
in this case understood as the time period between the deliv-
ery of neurostimulation and movement onset), and the pos-
sibility of producing brief periods of co-contraction when
the direction of rotation switches due to the tremor oscilla-
tions. In more detail, the controller (summarized in Fig. 1)
was implemented as follows. First, the raw motion, recorded
with a pair of solid-state gyroscopes, was separated into con-
comitant voluntary movement and tremor, using a two-stage
adaptive algorithm [11]. Next, to obtain accurate informa-
tion about which muscle needed to be stimulated, the tremor
obtained from the solid-state gyroscopes was differentiated,
to compute the angular acceleration. Given that tremor is a
rhythmical oscillatory movement, the angular acceleration
has a phase of 180◦ relative to the angular displacement,
which immediately provided the controller with information
about the muscle in the antagonist pair that needed to be ac-
tuated. The estimated tremor also served to correct for the
estimated tremor frequency and phase if a large discrepancy
was detected (see Fig. 1). Next, the electromechanical delay
was applied to the estimated tremor phase (see the right part
of Fig. 1), which in turn served to choose whether stimula-
tion needed to be delivered in co-contraction or in counter-
phase (see the switch in Fig. 1). The stimulation amplitude
was computed using a proportional integral (PI) algorithm,
and a saturation was applied to it, for comfort and safety rea-
sons. Controller gains and the saturation values were iden-
tified during calibration. The last part of the controller (the
blue rectangle in Fig. 1) was implemented independently for
each muscle in the antagonist pair.
III. METHODS
A. Assessment of the Electromechanical Delay
We quantified the EMD in forearm muscles in order to in-
vestigate: i) the possible impact of this phenomenon on the
performance of the NP, and ii) whether this parameter needed
to be identified for each patient, and, in the case that this was
not required, obtain a general estimate. Hence, we performed
a experiment on 6 young volunteers (3 male and 3 female,
age 28–31 years), who gave informed consent to participate.
The protocol aimed to quantify the EMD defined as the
interval between stimulation onset and movement onset, as
detected with the gyroscopes implemented in the NP [9].
Such definition was employed because the final goal was
to integrate the EMD estimate in the controller of the NP.
Our experimental design addressed the influence of inter- and
intra-subject variability on the EMD, the latter understood as
changes in EMD due to the stimulation with different ampli-
tude. To this end, we applied 15 1-s stimulation bursts (sepa-
rated by a 2-s pause) to the flexor carpi ulnaris and the ex-
tensor carpi radialis while the hand was supported against
gravity, and fully supinated or pronated, respectively. The 15
stimulation bursts were applied at 3 different amplitudes (5
each), defined as low (L), medium (M) and high (H). These
values were visually chosen after electrode setup. Stimulation
frequency and pulse width were constant, and set to 30 Hz
and 250 µs respectively. Trial order was randomized, and the
experiment designed using an optimal algorithm [12]. Hand
rotation was measured with a pair of solid state gyroscopes
(Technaid S.L., Madrid, Spain) placed in differential config-
uration [11]. Neurostimulation was delivered with a multi-
channel monopolar stimulator that injected charge compen-
sated pulses (UNA Systems, Belgrade, Serbia); the common
electrode was placed at the dorsal side of the wrist. The data
were stored for posterior analysis. Movement onset was de-
termined manually based on the inspection of gyroscope data.
The effect of stimulation amplitude and stimulation site (i.e.
muscle) on each subject’s data was assessed with a one-way
ANOVA with repeated measures. Differences among subjects
were also assessed with a one-way ANOVA with repeated
measures. All results are reported as mean ± SD.
B. Pilot Testing of the Tremor Suppression Strategy
We present results for one patient with essential tremor
(female) with severe postural and kinetic tremor. She was re-
cruited from a outpatient clinic, informed beforehand, and
gave written informed consent to participate. The ethical
committee at Universidad Polite´cnica de Valencia, Valencia,
Spain, approved the experimental protocol, and warranted its
accordance to the declaration of Helsinki.
The experimental protocol replicated that presented in [9].
Briefly, the patient was asked to perform 12 repetitions of a
task that triggered her tremor, which in this case was a postu-
ral task. The repetitions were split into two types of 30-s tri-
als (referred to as ST and NO) which order was randomized.
Each trial consisted of two 15-s sub-periods. In the ST tri-
als, neurostimulation was delivered in the second sub-period,
while in the NO trials neurostimulation was never delivered.
The goal of this design was to avoid the influence of inter- and
intra-trial tremor variations in the results. Details on the im-
plementation of the NP are given in [9]. As mentioned above,
the gains of the controller were identified manually at the be-
ginning of the session: the proportional term was obtained
as the best linear fit to the movement data obtained after ap-
plying a series of 5 1-s stimulation bursts, with increasing
amplitude; the experimental setup replicated that employed
to quantity the EMD. The integral gain was initially chosen
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Fig. 1: Block diagram of the proposed tremor suppression strategy.
as 1/2 the proportional gain. The saturation values were ob-
tained as the maximum amplitude to elicit a movement with
amplitude larger than that observed for the tremor, and per-
ceived as comfortable by the patient. The EMD was set to 20
ms (according to the results presented below); the antagonist
pair was co-contracted for a time period equivalent to 30 ◦.
Tremor attenuation was computed as the ratio of the inte-
gral of the power spectral density (PSD) of the tremor in the
second sub-period of the trial to the same variable calculated
in the first sub-period (Ratt) [13, 9], and reported as percent-
age. The pooled values of Ratt for the ST and NO trials were
compared using a Mann-Whitney test, to assess whether the
control strategy attained a significant tremor attenuation.
IV. RESULTS
A. Electromechanical Delay
Fig. 2 shows a representative response of the response
evoked by the stimulation of the extensor carpi radialis. Sim-
ilar data were obtained for the flexor carpi ulnaris. The plot
shows how the magnitude of the response increased as a
higher current amplitude was injected to the muscle, and that,
for the same stimulation amplitude, differences among repe-
titions were negligible. The delay observed for different stim-
ulation amplitudes was very similar (average 19 ± 4 ms).
The pooled EMD data for the extensor carpi radialis (18±
8 ms) and flexor carpi radialis (22 ± 12 ms) did not present
large discrepancies, and, for each subject, was statistically in-
dependent of the muscle (P = 0.137). Stimulation amplitude
did not affect significantly the EMD either (P = 0.743 and P =
0.541 for the extensor carpi radials and the flexor carpi ulnaris
respectively). Moreover, although we found a significant dif-
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Fig. 2: Response evoked by the stimulation of the extensor carpi radialis
with L (blue), M (green) and H (red) current amplitudes, in one subject.
ference among subjects in the EMD for the same muscle (P
= 0.005 and P < 0.001 for the extensor carpi radials and the
flexor carpi ulnaris respectively) the maximum discrepancies
were 9 ms for the extensor carpi radialis, and 16 ms for the
flexor carpi radialis (3 ms in the latter if we remove subject 6
from the analysis, who could be considered as an outlier).
B. Tremor Suppression Strategy
Fig. 3 shows a representative example of the performance
of the controller, in which we observe that the control strategy
proposed attained a fast and large reduction of the tremor (Ratt
= 11.55 %). The average reduction of tremor in all the ST
trials was Ratt = 16.77± 8.33 %, ranging from 10.26 to 29.38
%. This tremor reduction was significantly larger (P = 0.002)
than that measured in the NO trials (mean Ratt = 162.33 ±
150.51 %, ranging from 88.18 to 463.73 %), which indicates
that the NP was the cause of the observed tremor attenuation.
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Fig. 3: Representative example of the performance of the controller,
showing a large tremor attenuation. The two sub-periods of the trial are
color coded (without stimulation in black, with stimulation in red).
V. DISCUSSION
This paper presented a new strategy for neuroprosthetic
tremor management. The strategy relied on the traditional
principle for tremor suppression through transcutaneous neu-
rostimulation, but adapted, for the first time, the electrical
charge delivered to the ongoing amplitude, frequency and
phase of the tremor, which is expected to translate immedi-
ately in better functional outcome. Moreover, the proposed
control strategy inherently compensated for the EMD, and
implemented brief, adjustable co-contraction periods, which,
in our opinion, could provide an important improvement
of the controller. Results in one patient with severe tremor
proved the feasibility and interest of the approach.
We have first reported a study to assess the EMD in fore-
arm muscles, since we expected that due to the rationale of
the controller, and the inherent relatively high frequency of
some tremors (ET may be up to 10 Hz [2]), it could have a
large influence on the performance of the controller. Our re-
sults showed that, for the same subject, the muscle and the
stimulation amplitude did not cause a significant change in
the EMD. Furthermore, although we obtained a statistically
significant difference among subjects, such difference was
very small, and given that the controller of the NP runs at 200
Hz, it may be neglected in the current context. We thus as-
sumed that, for our application, the EMD may be considered
to be constant, and equal to ∼20 ms. This value is in agree-
ment with the literature in the sense that the delay is shorter
than for volitional contractions [14], although it cannot be di-
rectly compared given the different fashion in which it was
obtained [14, 15]. As a matter of fact, much more precise
measurements of EMD, e.g. using percutaneous stimulation
combined with high frequency ultrasound recordings, found
significant differences when the current density was changed
[15]. Therefore, the results here presented are valid for appli-
cations such NPs for functional compensation of movement
disorders, albeit they might not be completely generalizable.
The tremor suppression strategy provided systematic re-
duction of tremor amplitude, and interestingly, with a low
stimulation amplitude once the tremor severity was very mild.
This demonstrates the interest of adapting the amount of cur-
rent injected to the ongoing severity of the tremor. Functional
trials with a representative cohort of patients are needed to
further demonstrate the interest of the approach.
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